Prone Face Cushion, Child
KYRA9083

Disconnect tubing and Place helmet overthe cushion. Lifting the helmet, slide Check the patient’s face is Turn the adjustable knobs

place cushion onto Supporting the patient’s face, mirror underneath and placed correctly with eyes to achieve a neutral
patient’s face. head & neck, turn patient to locate knobs in to helmet. clear of pressure. neckline.

prone position.

For use with KYRA9071 Prone Head Support System

*Patent Pending
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